
A-TraC Dynamic Brace™ Sizing:
To obtain the most reliable sizing
possible, determinations are based on a
“measurement of the TIBIA.”

A
Point

B
Point

Instructions For Sizing the A-TraC Dynamic Brace™ Patent Pending

GIRTH MEASUREMENT:
Place a flexible tape measure under the dog so it rests up into both arm
pits (against the front legs) of the dog. Now measure the circumference of
the dog from this point.

THIGH MEASUREMENT:
Use a string to measure.
Starting at Point B, hold one end of string at Point B,
run string around most upper part of the THIGH, returning
back to Point B. Lay a yardstick (preferably) or a tape
measure flat on a table. Hold your predetermined length
of string up to the yardstick to determine the length of the
total THIGH.

Bisection of the TIBIA on lateral view.
Measurement taken from proximal tibial
plateau to distal tibial articular surface.

ANTERIOR CHEST MEASUREMENT:
Leaving either a string or a tape measure in the Girth Measurement Position, will prevent you from over measuring
the Anterior Chest Measurement by providing distinct borders for its measurement.

Place your second tape measure at Point A at the front border of the Girth Tape Measure (or string) on the left
side of the dog. Measure from the front of the Girth Tape Measure (or string) on the left side of the dog (Point A),
to the same point at the front of the Girth Tape Measure (or string) on the right side of the dog.

Required Measurements for the NEW A-TraC Dynamic Brace™ Patent Pending

INVOLVED LEG TIBIA LENGTH ANTERIOR THIGH
DOG'S NAME R, L OR BOTH FROM X-RAY WEIGHT CHEST GIRTH CIRCUMFERENCE

(SEE EXAMPLE A) LEFT RIGHT

For product information contact us at: 847-634-1700 You can visit our Website at: www.woundwear.com To Order Phone: 800-443-4055

You will want to leave this flexible tape measure in place to
perform the Anterior Chest Measurement. If you do not have a

second flexible tape measure, substitute a string in the
place of the tape measure for the Girth Measurement.

Example A

TAPE MEASURE

Should be Lateral view
TABLE TOP X-RAY "NOT in BUCKY"
unless digital x-ray system is employed.

PLEASE MEASURE IN INCHES & DECIMALS TWO DIGITS. (EXAMPLE: 7.62 INCHES)




